Wearable cardioverter defibrillator: Bridge or alternative to implantation?

Jeremie Barraud, Jennifer Cautela, Morgane Orabona, Johan Pinto, Olivier Missenard, Marc Laine, Franck Thuny, Franck Paganelli, Laurent Bonello, Michael Peyrol

To cite this version:
Jeremie Barraud, Jennifer Cautela, Morgane Orabona, Johan Pinto, Olivier Missenard, et al.. Wearable cardioverter defibrillator: Bridge or alternative to implantation?. World Journal of Cardiology, 2017, 9 (6), pp.531-538. 10.4330/wjc.v9.i6.531. hal-01778545

HAL Id: hal-01778545
https://amu.hal.science/hal-01778545
Submitted on 25 Apr 2018

HAL is a multi-disciplinary open access archive for the deposit and dissemination of scientific research documents, whether they are published or not. The documents may come from teaching and research institutions in France or abroad, or from public or private research centers. L’archive ouverte pluridisciplinaire HAL, est destinée au dépôt et à la diffusion de documents scientifiques de niveau recherche, publiés ou non, émanant des établissements d’enseignement et de recherche français ou étrangers, des laboratoires publics ou privés.
<table>
<thead>
<tr>
<th>Page</th>
<th>Title</th>
<th>Authors</th>
</tr>
</thead>
<tbody>
<tr>
<td>470</td>
<td>Cardiac damage in athlete’s heart: When the &quot;supernormal&quot; heart fails!</td>
<td>Carbone A, D’Andrea A, Riegler L, Scarafile R, Pezzullo E, Martone F, America R, Liccardo B, Galderisi M, Bossone E, Calabrò R</td>
</tr>
<tr>
<td>481</td>
<td>Assessment of aortic valve disease - a clinician oriented review</td>
<td>Mărgulescu AD</td>
</tr>
<tr>
<td>496</td>
<td>Atrial tachyarrhythmia in adult congenital heart disease</td>
<td>Karbassi A, Nair K, Harris L, Wald RM, Roche SL</td>
</tr>
<tr>
<td>508</td>
<td>Influence of cardiac nerve status on cardiovascular regulation and cardioprotection</td>
<td>Kingma JG, Simard D, Rouleau JR</td>
</tr>
<tr>
<td>521</td>
<td>Management of ventricular tachycardia storm in patients with structural heart disease</td>
<td>Maser D, Santangeli P, Liang JJ</td>
</tr>
<tr>
<td>539</td>
<td>Catheter ablation of atrial fibrillation facilitated by preprocedural three-dimensional transesophageal echocardiography: Long-term outcome</td>
<td>Kettering K, Gramley F, von Bandeleben S</td>
</tr>
<tr>
<td>553</td>
<td>Interferon related pericarditis: Review</td>
<td>Nishio K, Arase T, Tada H, Tachibana H</td>
</tr>
</tbody>
</table>
CASE REPORT

558 Inadvertent cardiac phlebography

Aznaouridis K, Masoura C, Kastellanos S, Alahmar A
ABOUT COVER

Editorial Board Member of World Journal of Cardiology, Dr. Joaquin De Haro, MD, PhD, Professor, Staff Physician, Surgeon, Angiology and Vascular Surgery Department, Hospital Universitario Getafe, 28905 Madrid, Spain

AIM AND SCOPE

World Journal of Cardiology (World J Cardiol, WJC, online ISSN: 1949-8462, DOI: 10.4330) is a peer-reviewed open access journal that aims to guide clinical practice and improve diagnostic and therapeutic skills of clinicians. WJC covers topics concerning arrhythmia, heart failure, vascular disease, stroke, hypertension, prevention and epidemiology, dyslipidemia and metabolic disorders, cardiac imaging, pediatrics, nursing, and health promotion. Priority publication will be given to articles concerning diagnosis and treatment of cardiology diseases. The following aspects are covered: Clinical diagnosis, laboratory diagnosis, differential diagnosis, imaging tests, pathological diagnosis, molecular biological diagnosis, immunological diagnosis, genetic diagnosis, functional diagnostics, and physical diagnosis; and comprehensive therapy, drug therapy, surgical therapy, interventional treatment, minimally invasive therapy, and robot-assisted therapy.

We encourage authors to submit their manuscripts to WJC. We will give priority to manuscripts that are supported by major national and international foundations and those that are of great basic and clinical significance.

INDEXING/ABSTRACTING

World Journal of Cardiology is now indexed in Emerging Sources Citation Index (Web of Science), PubMed, and PubMed Central.

FLYLEAF

I-IV Editorial Board

EDITORS FOR THIS ISSUE

Responsible Assistant Editor: Xiang Li
Responsible Science Editor: Fang-Fang Ji
Responsible Electronic Editor: Dan Li
Proofing Editorial Office Director: Lian-Sheng Ma

NAME OF JOURNAL
World Journal of Cardiology

ISSN
ISSN 1949-8462 (online)

LAUNCH DATE
December 31, 2009

FREQUENCY
Monthly

EDITORS-IN-CHIEF
Jian-Jun Li, MD, PhD, Professor, Center for Coronary Artery Disease, Fu Wai Cardiovascular Hospital, Chinese Academy of Medical Science, Beijing 100037, China
Giuseppe De Luca, PhD, Assistant Professor, Department of Cardiology, Piedmont University, Novara 28100, Italy
Nathan D Wong, FACC, FAHA, PhD, Director, Professor, Heart Disease Prevention Program, Division of Cardiology, Department of Medicine, University of California, Irvine, CA 92692, United States

EDITORIAL BOARD MEMBERS
All editorial board members resources online at http://www.wjgnet.com/1949-8462/editorialboard.htm

EDITORIAL OFFICE
Xiu-Xia Song, Director
World Journal of Cardiology
Baishideng Publishing Group Inc
7901 Stoneridge Drive, Suite 501, Pleasanton, CA 94588, USA
Telephone: +1-925-2238242
Fax: +1-925-2238243
E-mail: editorialoffice@wjgnet.com
Help Desk: http://www.f6publishing.com/helpdesk
http://www.wjgnet.com

PUBLISHER
Baishideng Publishing Group Inc
7901 Stoneridge Drive, Suite 501, Pleasanton, CA 94588, USA
Telephone: +1-925-2238242
Fax: +1-925-2238243
E-mail: bpgoffice@wjgnet.com
Help Desk: http://www.f6publishing.com/helpdesk
http://www.wjgnet.com

PUBLICATION DATE
June 26, 2017

COPYRIGHT
© 2017 Baishideng Publishing Group Inc. Articles published in journals owned by the Baishideng Publishing Group (BPG) represent the views and opinions of their authors, and not the views, opinions or policies of the BPG, except where otherwise explicitly indicated.

SPECIAL STATEMENT
All articles published in journals owned by the Baishideng Publishing Group (BPG) represent the views and opinions of their authors, and not the views, opinions or policies of the BPG, except where otherwise explicitly indicated.

INSTRUCTIONS TO AUTHORS
http://www.wjgnet.com/bpg/gerinfo/204

ONLINE SUBMISSION
http://www.f6publishing.com
Wearable cardioverter defibrillator: Bridge or alternative to implantation?

Jeremie Barraud, Jennifer Cautela, Morgane Orabona, Johan Pinto, Olivier Missenard, Marc Laine, Franck Thuny, Franck Paganelli, Laurent Bonello, Michael Peyrol

Abstract
The implantable cardioverter-defibrillator (ICD) is effective to prevent sudden cardiac death (SCD) in selected patients with heart disease known to be at high risk for ventricular arrhythmia. Nevertheless, this invasive and definitive therapy is not indicated in patients with potentially transient or reversible causes of sudden death, or in patients with temporary contra-indication for ICD placement. The wearable cardioverter defibrillator (WCD) is increasingly used for SCD prevention both in patients awaiting ICD implantation or with an estimated high risk of ventricular arrhythmia though to be transient. We conducted a review of current clinical uses and benefits of the WCD, and described its technical aspects, limitations and perspectives.

Key words: Wearable cardioverter/defibrillator; Sudden cardiac death; Secondary prevention; Primary prevention; Ventricular arrhythmias

© The Author(s) 2017. Published by Baishideng Publishing Group Inc. All rights reserved.

Core tip: The wearable cardioverter defibrillator is increasingly used for sudden cardiac death prevention in patients thought to have a transient and/or reversible high risk for life-threatening ventricular arrhythmia. Evidences sustaining the use of this external device are growing. We provided an evidence base review in the light of new data.
INTRODUCTION

Sudden cardiac death (SCD) is an unpredictable event which leads to death in the absence of immediate resuscitation maneuvers and adequate therapies. Up to 23% of SCD are attributable to ventricular arrhythmias (VA)\(^1\). The implantable cardioverter-defibrillator (ICD) has proved to be highly effective for SCD secondary prevention. Otherwise, it has also been demonstrated to prevent SCD in selected patients with heart disease known to be at high risk for life-threatening VA\(^2\,\,\,^4\). However, long-term ICD-related complications, cost issues, social impact and quality of life force a rigorous evaluation of patients before ICD placement. Furthermore, some situations at high risk of VA-related SCD are known to be limited in time. For example, although SCD rate was 2.3% in patients with low left ventricular ejection fraction (LVEF) during the first month following myocardial infarction (MI), ICD implantation during the first 40 d post-MI failed to reduce total mortality. This result was essentially due to a large amount of non-arrhythmic death during this period\(^5\). In addition, up to 40% of patients with coronary artery disease and low LVEF do not meet the current criteria for ICD implantation after complete myocardial revascularization and/or optimization of medical therapy\(^6\).

The wearable cardioverter defibrillator (WCD) is increasingly used for SCD prevention both in patients awaiting ICD implantation or with an estimated high risk of VA though to be transient. This external device, which has been demonstrated to effectively terminate spontaneous and induced VA by automatic defibrillation shock delivery, requires no surgical intervention and is entirely removable. We conducted a review of current clinical uses and benefits of WCD, and described its technical aspects, limitations and perspectives.

TECHNICAL ASPECT

Currently available WCD is the Lifevest 4000\(^7\) (ZOLL Lifeecor Corporation (ZOLL), Pittsburgh, PA, United States). With the LifeVest 4000\(^7\), the chest is surrounded by an elastic belt including an electrocardiographic (ECG) monitoring system with four dry, non-adhesive electrodes and the defibrillation system consisting in two posterior and one apical electrodes (Figure 1). The whole is maintained by shoulder straps forming a light washable vest and connected to a monitor unit including the battery, an LCD screen for message display and two “response buttons” for patient defibrillation shock withholding. The monitor unit is held in a holster or around the waist (Figure 2). Two batteries are delivered with the WCD; each one lasts for 24 h so that one is always in charge during the use of the other Total device weight is about 600 g. ECG electrodes provide two left-right and front-back bipolar ECG signals (Figure 3). The ECG is continuously recorded and analyzed. Following parameters can be programmed: (1) rate intervals for ventricular fibrillation (VF) zone: 120 to 250 bpm, default 200 bpm and ventricular tachycardia (VT) zone: 120 bpm to VF zone; (2) shock delay, i.e., time from arrhythmia detection to shock delivery: 60 to 180 s in VT zone and 25 to 55 s for VF zone. Further delay up to 30 s may be added at night; and (3) shock energy: 75 to 150 J.

The WCD automatically delivers, i.e., without neither patient nor witness intervention, defibrillation shocks for termination of life-threatening VA. Arrhythmia detection and discrimination (for arrhythmia detected in the VT zone) occur within few seconds after the rhythm disorder onset. In case of VA detection within the programmed VT or VF zone, the device alerts the patient of the imminence of a shock starting by vibrations of the defibrillation electrodes during 5 s, followed by a low monotonal sound signal then high bitonal sound signal. Finally, a voice warning during the few lasts s precedes the shock delivery. During this period, the patient, if still conscious, can withhold shock delivery by pressing the two response buttons on the monitor unit. Without this well-done intervention, defibrillation shock is delivered, synchronized to the R-wave signal in case of monomorphic VT. In order to improve shock impedance, and to prevent skin burns, the defibrillation electrodes release a conductive gel contained in small capsules before shock delivery (Figure 4). Up to five shocks can be delivered for the same episode. ECG signal is continuously recorded and reviewable 30 s prior to the detection of arrhythmia to 15 s after the alarms stop (Figure 5). Total duration from the onset of the arrhythmia to shock delivery, (including time of fulfilling detection criteria, confirmation, alarms and capacitor charging) is about 50 s. Daily remote monitoring advises medical staff about VA occurrence and therapies, daily ECGs, as well as patient compliance (assessed by the daily wear time).

PATIENT EDUCATION AND COMPLIANCE

Patient education by specialized healthcare givers on how to properly wear the device, change the battery and disable shock delivery is a crucial step. In our experience, 10% to 15% patients eligible for this therapy are not able to understand instructions to withhold therapies or change battery and therefore are not treated with the WCD. In order to improve patient knowledge and handle of the WCD, we systematically schedule an additional patient education session 10 to 15 d after hospital discharge.

Similarly, understanding and knowledge of his cardiac disease and potentials benefits associated with the use of the WCD is a critical part of patient care, aiming high device compliance which is the prerequisite of effective SCD protection. Lack of compliance might have dramatic consequences. Indeed, in various studies, the majority of SCD observed during follow-up were observed in patients not or not-correctly wearing the WCD\(^7\,\,\,^8\). Weight and footprint of the device were the main reasons for low compliance. On the other hand, as high as 22.5% of patients discontinued the use of WCD due to comfort or lifestyle issues in study from Feldman et al\(^8\). A 40% reduction of size and weight of the device was associated with a significant decrease in the rate of WCD therapy.
Overall, national registries showed good compliance with the actual WCD\cite{6,10}. In United States’ experience, of 3569 patients wearing WCD, >50% of patients achieved a 90% wear time compliance\cite{9}. In the German registry, this number grows to 72%\cite{11}. In both studies, long period of therapy was associated with higher time of wearing. Otherwise, remote monitoring allows measurement of daily WCD wear time and medical staff is alerted in case of low patient compliance so that prompt corrective measures can be taken.

**CLINICAL STUDIES**

**Efficacy**

Auricchio et al\cite{12} were the firsts to report the efficacy of the first generation WCD (WCD™ device, LIFECOR, Pittsburgh, Pennsylvania) for termination of life-threatening VA. This device reliably stopped induced VT or VF by automatically delivering a 230 J defibrillation shock in 15 SCD survivors. The firsts prospective multicenter studies demonstrating clinical benefit of the WCD were the Wearable Defibrillator Investigate Trial (WEARIT) and Bridge to ICD in Patients at Risk Of Arrhythmic Death (BIROAD) studies\cite{8}. Inclusion criteria for the WEARIT study was symptomatic NYHA III or IV ambulatory heart failure and LVEF < 0.30. Differently, the BIROAD study enrolled: (1) patients after a recent MI or coronary artery bypass grafting (CABG) and having complications such as VA, syncope or low LVEF < 0.30, but not receiving an ICD for up to 4 mo; and (2) patients who met criteria for an ICD but refused therapy or had to wait for at least 4 mo before implantation. A total of 289 patients were enrolled in both studies, united into one at the request of the Federal Drug Administration, and followed during a total of 901 mo of patient use. During the follow-up, 6 of 8 defibrillation attempts were successful. No patient died while correctly wearing the WCD.

Thereafter, some large studies validated the clinical benefit of this therapy and evaluated the occurrence of VA during the period of the WCD use in patients with low LVEF in the setting of ischemic heart disease. Rate of patients receiving appropriate shock within the 3 mo following percutaneous coronary intervention (PCI) or CABG varied from 1.3% to 1.7%\cite{9,10}. Prolonging WCD wearing period to 15 mo resulted in increasing rate of appropriate WCD shock to 4.1%\cite{13}. In the United States’ experience, first shock success was of 99% for all VT/VF events, and survival after VT/VF events was 89.5%\cite{9}. Importantly, no death could be attributed to WCD technical failure since its introduction. For note, at the end of the WCD period use, about 60% of patients were not
eligible anymore for ICD implantation, mainly because of left ventricular ejection fraction improvement[6].

**Inappropriate shock**
From 0.4% to 3% of patients experienced inappropriate WCD shock[6,9,10,14]. The WCD is an external device, which is dramatically exposed to noise detection. Inappropriate shocks are mainly related to noise artifacts or T wave oversensing[15]. Compared to conventional transvenous ICD, the rate of inappropriate shock with the WCD is low. This fact is explained by the possibility for the patient to withhold shock delivery while pressing the response buttons. Incidence of false alarms attributable to artifacts is unknown.

**Current indications**
According to current guidelines for management of patients presenting with VA and the prevention of SCD, "the WCD may be considered for adult patients with poor LV systolic function who are at risk of sudden arrhythmic death for a limited period, but are not candidates for an implantable defibrillator (e.g., bridge to transplant, bridge to transvenous implant, peripartum cardiomyopathy, active myocarditis and arrhythmias in the early post-myocardial infarction phase). In patients presenting with high risk of SCD, but non-indicated for an ICD implantation because of temporary contra-indication, in expectation of a diagnosis, or if the arrhythmic risk may evolve"[16]. For the Heart Rhythm Society, the use of WCD is reasonable in patients with a clear indication of ICD placement but with temporary contra indication to the procedure (infection for example) or as a bridge therapy to heart transplantation. Otherwise, the use of the WCD should be considered in additional clinical situations: In patients with high risk for SCD due to LV dysfunction that may resolve over time (following myocardial revascularization, myocarditis...) or with a potentially treatable cause (arrhythmia-induced or chemotherapy-induced LV dysfunction)[17].

**Well-validated clinical situation to consider the WCD**
*After acute myocardial infarction:* Sudden cardiac death occurred in 2.3% of patients with severely depressed LVEF during the first month post-MI[18]. However, the risk of life-threatening VA significantly decreases with LVEF recovery after acute event[19]. Furthermore, in primary prevention studies, ICD benefit occurred years after implantation[3,20]. Former studies showed no impact of early implantation of ICD after AMI on overall mortality[5,21]. The DINAMIT was an open-label trial including 674 patients 6 to 40 d after an AMI, with LVEF > 0.35 and impaired cardiac autonomic function. Patients were randomized in a 1/1 fashion for medical treatment or medical treatment and ICD placement. This study did not found statistical difference in overall mortality between the 2 groups. Indeed, a smaller proportion of SCD observed in the ICD group was offset by an increase in the rate of non-arrhythmic deaths among these patients. These results are consistent with findings from the IRIS study[21]. The United States’ experience with the WCD was derived from a national database and included 8453 patients with ejection fraction < 0.35 early after acute MI[10]. One point four percent of patients were correctly treated by WCD, whose 75% in the first month of use. The median time to first WCD therapy was 9 d. The resuscitation...
survival rate was of 91%. The VEST Prevention of Early Sudden Death Trial and VEST Registry (VEST) is a randomized simple blind trial currently enrolling patients with LVEF < 0.35 following AMI. This study aims to demonstrate a reduction in SCD within the first three mo following AMI. Enrollment exceeded 1700 patients in 2015, results are awaited[22].

After revascularization procedures: Life-threatening VA are a frequent cause of SCD after elective revascularization CABG or PCI[23]. ICD implantation is mandated in patients with reduced LVEF < 0.35 evaluated at least 3 mo after revascularization because of possible LV systolic function recovery. In the setting of LV dysfunction <0.35 after CABG or PCI, Zishiri et al[24] found a significant reduction in early mortality hazard in patients treated with the WCD (3% vs 7%, P < 0.05). In this subset of patients, appropriate therapy rate was 1.3%.

Terminal cardiomyopathy listed for heart transplantation: The risk of SCD in patients awaiting heart transplantation is about 10% at one year[29]. Although ICD is largely used in this population of patients, complications, such as infection, are frequent, particularly in LV assist devices receivers[26]. The WCD was found to be a safe and efficient transitory solution to protect this population as a bridge to transplantation[27].

ICD infections, before re-implantation: Cardiac implanted electronic devices infections require complete system removal, associated with antibiotic therapy for 2 to 6 wk. Period before re-implantation is long, so that patients could benefit from WCD protection without deleting hospital discharge, as the risk of SCD remains unchanged[7] during this period. Highest incidence rate of appropriate therapies remains to patients after ICD explantation for infection in expectation of reimplantation compared with other indications[14]. Therefore, the AHA guidelines sustain its use in this clinical setting with a Class II A recommendation (level of evidence C)[17].

Nonischemic cardiomyopathy: Benefice of ICD in prevention of SCA in non-ischemic cardiomyopathy (NICM) patients is still a matter of debate. Low LVEF < 0.35 remains the only criterion validated to stratify the risk of SCD among these patients[4,28,29]. Plurality of etiologies, absence of criteria that define the likelihood of reversibility and potential for recovery after optimal medical treatment[30] make difficult the assessment of the long term risk of VA in this population of patients. Early ICD implantation, within the firsts mo after diagnosis failed to improve long term survival[39,31]. Therefore, LVEF assessment for SCD risk stratification is recommended at least 3 mo after optimal medical treatment[16], and some studies tend to delay ICD placement to 9 mo[32,34]. Furthermore, in a recent large randomized study, prophylactic ICD implantation in patients with symptomatic NICM showed no impact on mortality[35]. Indeed, the DANISH study included 556 patients with symptomatic systolic NICM and LVEF ≤ 0.35 who were assigned to receive an ICD, and 560 patients assigned to receive medical care, both group receiving CRT if indicated. Primary evaluation criteria was death from any cause. No difference was observed between the two groups after a median follow-up period of 67 mo. Only patients younger than 68 years of age showed a lower rate of death after ICD implantation, independent of CRT status.

Small cohorts aimed to evaluate the benefit of WCD in patients with NICM. Incidence of appropriate therapies varied from 0% to 5.5%[6,8,9,15,36]. Prospective studies are lacking in this heterogeneous population to specify real benefit.

Unfrequent clinical presentation
Tako-tsubo cardiomyopathy: Tako-tsubo cardiomyopathy is a heterogeneous provider of SCD, and life-threatening VA occur during the first wk after disease onset. Prevalence of VA varies between 8% and 13.5%[37,38]. Patients with QT prolongation after stress cardiomyopathy demonstrated a higher risk of VA. This subset of patients might have substantial benefit of the WCD use[39,40].

Peripartum cardiomyopathy: Peripartum cardiomyopathy patients with severely reduced LVEF have an elevated risk of VA[41,42]. Up to 38% of deaths in this population are sudden and most of them (87%) occur within the 6 mo following the diagnosis[43]. The WCD was found to correctly treat these VA during the first mo after diagnosis, until ICD implantation or systolic function recovery[44].

Prediction of cardiomyopathy and evaluation of SCD risk after acute myocarditis is difficult. Assessment of the LVEF appears to be an insufficient criterion[45,46]. Similarly to Tako-tsubo cardiomyopathy or peripartum cardiomyopathy, myocarditis has a potentially high likelihood of cardiac recovery so that the WCD may be limited to patients in secondary prevention or with particularly high-risk features[17].

Pharmacology-induced cardiomyopathies (alcohol, methamphetamine, trastuzumab) are associated with a great potential of recovery of LV systolic function after withdrawal of the putative agent and optimal medical therapy.

In all these various clinical settings known to result in both potentially transient LV dysfunction and high SCD risk, the WCD might be a valuable tool in both for SCD prevention and to provide additional information for subsequent SCD risk stratification.

Clinical perspectives
Unexplained syncope: The diagnostic of syncope encompass various causes. First, it can be the precursor event of SCD. Then it is a major step in the rhythmic risk in patients presenting with inherited arrhythmia syndromes or structural heart diseases such as hypertrophic cardiomyopathy. During this time of evaluation, no rhythmic
protection can be offered by classical monitoring approaches, such as implantable cardiac monitors. The WCD may bridge this vulnerable period until diagnosis has been established. The Ambulatory Post-Syncope Arrhythmia Protection Feasibility Study currently enrolling patients, aims to assess utility of WCD in patients with high rhythm risk after unexplained syncope[47].

**End-stage renal disease:** Hemodialysed (HD) patients are known to be at high risk of SCD[48]. In a retrospective study, 75 hemodialysed patients presenting with SCD while wearing a WCD were included[49]. Seventy-eight point six percent of SCD were linked to VT/VF episodes. One-year survival after SCA was 31.4%. In comparison with historical data, the WCD therapy was associated with an improved survival ref. The ICD was associated with better survival in HD patients yet[50], but is more exposed to complications such as device infections[51].

**Limitations of the WCD**

Although the WCD is able to automatically terminate VA, daily maintenance is necessary. A non-negligible proportion of patients are unable to correctly use and handle the device, change battery or respond to device alarms. This issue might be kept in mind before patient selection. The WCD cannot deliver antitachycardia and/or anti-bradycardia pacing. In patients with cardiac pacemakers, bipolar pacing mode should be programmed in order to avoid oversensing of pacing artifacts during VF leading to termination of the treatment algorithm[52]. In contrast, time to shock delivery, which is substantially longer compared to ICD, doesn’t seem to be a limitation. As shown in the MADIT-RIT trial[53], prolonged delays in therapy delivery were associated with reductions in inappropriate therapies and overall mortality. Finally, cost impact of this device has to be underlined. Few studies evaluated the cost-effectiveness of the WCD. After ICD removal for infection, WCD seemed to be cost-effective for SCD prevention compared to in-hospital monitoring or discharge to a skilled nursing facility before reimplantation[54].

**CONCLUSION**

The WCD is a life-saving therapy as it has been demonstrated to promptly detect and terminate VT/VF by automatically delivering defibrillation shock. This device represents a safe, easy to handle, non-invasive and reversible way to prevent SCD in patients with SCD risk though to be high for a limited period or having a transient contraindication to permanent ICD implantation. Data sustaining the use of the WCD therapy in patients with low LVEF following myocardial revascularization are strong. Similarly, current guidelines sustain the use of the WCD in patients with ICD infection requiring device removal. Further prospective and randomized studies are awaited to better guide its indications and its benefit in other clinical settings.

**ACKNOWLEDGMENTS**

We thank Dr. Kent Volosin and Bertrand Colombo, ZOLL Medical Corporation, for their technical support.

**REFERENCES**


45 Kawai C. From myocarditis to cardiomyopathy: mechanisms of inflammation and cell death: learning from the past for the future. Circulation 1999; 99: 1091-1100 [PMID: 10051305 DOI: 10.1161/01.CIR.99.8.1091]

P- Reviewer: Aggarwal A, Carbucicchio C, De Maria E, Kettering K, Ozaydin M
S- Editor: Kong JX L- Editor: A E- Editor: Li D