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Abstract: The switch from intermittently scanned continuous glucose monitoring (isCGM) to real-
time (rt) CGM could improve glycemic management in suboptimal controlled type 1 diabetes pa-
tients, but long-term study is lacking. We evaluated retrospectively the ambulatory glucose profile 
(AGP) in such patients after switching from Free Style libre 1 (FSL1) to Dexcom G4 (DG4) over 1 
year. Patients (n=21, 43±15 years, BMI 25±5, HbA1c 8.1±1.0%) had severe hypoglycemia and/or 
HbA1c≥8%. AGP metrics (time-in-range (TIR) 70-180 mg/dL, time-below-range (TBR) <70 mg/dL or 
<54 mg/dL, glucose coefficient of variation (%CV), time-above-range (TAR) >180 mg/dL or >250 
mg/dL, glucose management indicator (GMI), average glucose) were collected the last 3 months of 
FSL1 use (M0) and of DG4 for 3, 6 (M6) and 12 (M12) months of use. Values were means ± standard 
deviation or medians [Q1;Q3]. At M12 versus M0, the higher TIR (50±17 vs. 45±16, P=0.036), and 
lower TBR<70 mg/dL (2.5 [1.6;5.5] vs. 7.0 [4.5;12.5], P=0.0007), TBR<54 mg/dL (0.7 [0.4;0.8] vs. 2.3 
[0.8;7.0], P=0.007) and %CV (39±5 vs. 45±8, P=0.0009), evidenced a long-term effectiveness of the 
switch. Compared to M6, TBR<70mg/dL decreased, %CV remained stable, while the improvement 
on hyperglycemia exposure decreased (higher GMI, TAR and average glucose). This switch was a 
relevant therapeutic option, though a loss of benefit on hyperglycemia stressed the need for opti-
mized management of threshold alarms. Nevertheless, few patients attained the recommended val-
ues for AGP metrics, and the reasons why some patients are “responders” vs “non-responders” 
warrant to be investigated. 

Keywords: Real-time continuous glucose monitoring; Intermittently scanned continuous glucose 
monitoring; Type 1 diabetes; Glucose variability; Hypoglycemia; Insulin resistance 
 

1. Introduction 
Continuous Glucose Monitoring (CGM) is the standard practice for improving the 

overall glycemic control providing different glucose metrics (Time-In-Range 70-180 mg/dL 
(TIR), Time-Below-Range <70 mg/dL (TBR) and TBR<54 mg/dL, Coefficient of Variation 
(%CV) of glucose, Glucose Management Indicator (GMI), average interstitial glucose (IG) 
concentration), ameliorating sometimes HbA1c, the quality of life of type 1 diabetes (T1D) 
patients, and even hypoglycemia awareness in patients with hypoglycemic issue [1-3]. The 
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choice of the best suited CGM sensor for each patient is a major therapeutic decision, which 
can positively influence the risk of complications, acute or even chronic [4-7].  
Recently, international guidelines have recommended the use of rtCGM devices compared 
to isCGM for patients with hypoglycemic issue (justified by threshold alarms) and/or 
treated by continuous subcutaneous insulin infusion (CSII) (justified by the possibility of 
coupling sensor and pump), this more in connection with sensor specific characteristics 
than based on comparative clinical data [8,9]. The few available comparative data on sen-
sor types in patients naïve of CGM, via the I HART and the CORRIDA studies, showed a 
superiority of rtCGM device on TBR and on TIR compared to isCGM in hypoglycemia-
prone T1D patients or not, followed for periods of 8 to 16 weeks [10-12]. Very recently, the 
ALERTT1 study reported a superiority of rtCGM vs isCGM for TIR 70-180 mg/dL, HbA1c, 
TBR<54 mg/dL and hypoglycemia awareness in 254 patients used to CGM (randomized in 
two groups using each a different sensor) followed up over 6 months [13]. For a patient 
already using CGM device but considered in treatment failure based on elevated HbA1c 
and/or persistent hypoglycemia issue, studies focussing on the effectiveness of a device 
switch seem more appropriate and therefore required [11]. In that purpose, we recently 
conducted and published an observational study in 18 T1D adult patients with suboptimal 
glycemic control (hypoglycemia issue and/or elevated HbA1c) despite using an isCGM 
sensor (Freestyle Libre version 1 or FSL1, Abbott Diabetes Care Inc.), and taking advantage 
switching to rtCGM sensor (Dexcom G4 or DG4, Dexcom Inc.) over a follow-up of 6 
months [14]. We observed a clinically relevant increase in TIR (+9.5 percentage points or 
pp; P = 0.0015), a decrease in TBR<70mg/dL (-4.8 pp; P = 0.0044) and in the %CV (-4.6 pp; 
P = 0.0002), and no change in Time-Above-Range (TAR). However, benefits plateaued be-
tween 3 and 6 months of DG4 use [14] raising the question about long-term improvements.  

We thus studied retrospectively, in a real-life context, the glucose outcomes of 
switching from FSL1 to DG4 over a period of one year in a cohort of 21 T1D adult patients 
with suboptimal glycemic control, treated with CSII or multi-daily injections therapy 
(MDI). 

2. Materials and Methods 
2.1. Ethics  

We performed a single-centre retrospective study of clinical practices in T1D patients 
followed-up in the Nutrition, Endocrinology and Metabolic Diseases department at the 
University Hospital Sainte Marguerite/AP-HM of Marseille (France). The study was ap-
proved and registered by the AP-HM local ethical board (AP-HM Health Data Portal No. 
2019-173) and conducted in accordance with the Declaration of Helsinki. All participants 
gave written consent for their personal data collection for scientific research purpose. 

 
2.2. Study genesis and objective 

In routine clinical practice in our department, we face a moderate number of T1D 
patients on FSL1 sensor with suboptimal glycemic control (elevated HbA1c (≥8%) and/or 
severe hypoglycemia episodes) despite gold standard intensive insulin therapy and is-
CGM (FSL1 is a reimbursed sensor still mostly used in France). For these patients the 
change of insulin therapy management could be replaced by switching to rtCGM. Such 
patients, when treated with CSII, are therefore eligible for a predictive low-glucose sus-
pend system. For reasons of personal comfort, many patients prefer using their same in-
sulin pump, primarily a tubeless pump, or continuing MDI. When a switch to rtCGM was 
offered to patients, the only possibility was to prescribe DG4, the sole rtCGM sensor ap-
proved for reimbursement by the French health insurance system at the time of this study, 
outside sensor-augmented pump systems.  

In the light of our previous study [14], our objective was to assess the potential per-
sistent long-term benefit of switching from FSL1 to DG4 on glycemic control using metrics 
from the Ambulatory Glucose Parameters (AGP) report. The main evaluation criteria se-
lected were TIR 70-180 mg/dL, TBR<70 mg/dL, TBR<54 mg/dL, TAR>180 mg/dL, TAR>250 
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mg/dL, average IG concentration, glycemic variability as %CV, GMI, the CGM system 
utilization rate and biological HbA1c.  
2.3. Study design and patients 

The electronic medical files of T1D patients (≥18 years) FSL1 users for at least 1 year 
and who started to switch to DG4 between December 2018 to October 2019 were selected. 
Patients were proposed changing FSL1 sensor when having severe hypoglycemia events 
(more than one episode of unconsciousness with glucose level <0.54 mg/dL during the last 
12 months with FSL) or/and if elevated HbA1c level (≥8%). Both sensors were used in 
compliance with manufacturers licenses. The medical files were excluded if patients used 
an isCGM other than FSL1, regularly took paracetamol, had diabetic ketoacidosis during 
the last 3 months, were affected by a chronic progressive disease influencing diabetes 
(such as cancer, AIDS, viral hepatitis), received corticosteroid therapy for any disorders, 
were pregnant or planning pregnancy or breast-feeding, or had severe visual or hearing 
impairment, or reduced manual dexterity.  

 
Figure 1. Study design 
Abbreviations: AGP, Ambulatory Glucose Profile; BMI, body mass index; eGDR, estimated glucose disposal rate; 
FSL1, FreeStyle Libre version 1; DG4, Dexcom G4 platinum; HbA1c, plasma glycated hemoglobin A1c; T1D, type 
1 diabetes.  

 
Patients taking advantage of switching to DG4 participated in a therapeutic patient 

educational (TPE) program conducted by trained diabetologists and nurses, to promote 
adherence to the new sensor. Details regarding the TPE program are given in Figure 1 
(Study design) and in our previous study [14]. 

2.4. Data collection 
Patient characteristics, such as sex, age, diabetes duration, BMI, complications (reti-

nopathy, nephropathy, coronary artery disease, carotid macroangiopathy and hyperten-
sion status), number of hypoglycemic episodes during the last year, were extracted from 
the medical electronic files. AGP data were downloaded from the Freestyle Libre Li-
breview (for FSL1) and the Dexcom Clarity platforms (for DG4). Data were retrieved over 
3 months at M0 (during the last 3 months of FSL1, baseline), at M3 (over the first 3 months 
of DG4, M0-M3 period), at M6 (over the following 3 months of DG4, M3-M6 period), and 
at M12 (over the last 3 months of DG4, M9-M12 period), and then expressed as 24-hr av-
erages. Changes in glucose metrics were calculated by subtracting the averaged values 
obtained at M0 from the averaged values obtained at M3, M6 or M12 (values at M3 or M6 
or M12 – values at M0).  

Data on biological HbA1c and mean insulin doses (basal, bolus) were collected ret-
rospectively from the patient electronic files at M0, M6 (for mean insulin doses only) and 
M12. 

We determined the insulin resistance score of the patients at M0 by calculating the 
estimated Glucose Disposal Rate (eGDR mg/kg/min) [15] with the following equation [16]: 
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eGDRBMI = 19.02 – (0.22 x BMI, kg/m2) – (3.26 x hypertension status, [defined as 0 = no, 1 = 
yes]) – (0.61 x HbA1c, %). The status of hypertension was defined by the actual blood 
pressures (≥140/90 mmHg) or current use of any anti-hypertensive agents. The higher the 
score the lower the resistance to insulin.  

2.5. Statistical analysis 
A power calculation was not possible since this study was retrospective. Data anal-

ysis was performed using GraphPad Prism version 9 (GraphPad Software, San Diego, CA, 
USA). Descriptive statistics (mean, standard deviation (SD), median, and 25th percentile 
or first quartile Q1, and 75th percentile or third quartile Q3) were performed and variable 
distributions were evaluated using the Shapiro-Wilk normality test. Data are thus pre-
sented as means (SD) when reaching normality or otherwise as medians [Q1;Q3]. When 
values followed a Gaussian distribution the paired t-test two-tailed was applied, other-
wise the non-parametric Wilcoxon signed-rank test two-tailed for matched-pairs was 
used, when comparing data from FSL1 to DG4 (M3, M6 or M12), or from DG4 M3 to DG4 
M6 or DG4 M12, or from DG4 M6 to DG4 M12. Association between patient characteristics 
at baseline (age, duration of diabetes, BMI, eGDR) and the changes of AGP metrics, or 
within glucose metrics, was tested using Spearman’s correlation-coefficient analysis. P-
value < 0.05 was considered statistically significant.  

3. Results 
3.1. Patient characteristics 

The characteristics before the switch to DG4 of the 21 patients whom folder met the 
selection criteria are summarized in Table 1. Among them, 13 (62%) had elevated HbA1c 
(8.7±0.7 %), 8 (38%) had experienced at least one episode of severe hypoglycemia in the 
previous year, 3 (14%) had both criteria, and 10 (48%) had a high eGDR score (9.2 ± 0.9 vs 
5.6 ± 1.5 mg/kg/min) [15]. The average insulin doses calculated for the last 3 months were 
0.26 ± 0.09 units/kg/d for basal dose and 0.54 ± 0.11 units/kg/d for total dose with FSL1 (at 
M0), 0.26 ± 0.08 units/kg/d or 0.26 ± 0.09 units/kg/d for basal dose and 0.55 ± 0.13 units/kg/d 
or 0.54 ± 0.14 units/kg/d for total dose with DG4, at M6 or M12, respectively.  
 
Table 1. Baseline clinical characteristics of the patients included in the study.  
 Variables                     T1D patients (n = 21)   
Female/Male, n (%)  13/8 (62/38) 

 Age, years (range) 
Duration of diabetes, years (range) 
BMI, kg/m2 (range) 
Complications 

   Retinopathy, n (%)     
  Nephropathy, n (%)                                
  Coronary artery disease, n (%) 
  Carotid macroangiopathy, n (%) 
  Hypertension, n (%) 
HbA1c, % (range) 
eGDR, mg/kg/min (range) 
Severe hypoglycemic episode1 last 12 months, n (%)
CSII, n (%) 

 
 

  

43.2 ± 15.1 (21-75) 
25.1 ± 13.6 (7-60) 
25.3 ± 4.9 (18-39) 
 
8 (38) 
4 (19) 
1 (5) 
2 (9.5) 
8 (38) 
8.08 ± 1.04 (6.3-10.6) 
7.28 ± 2.22 (1.7-10.4) 
8 (38) 
18 (86) 

   
Data are expressed as mean ± standard deviation (range) or number (percentage). 
1Defined as ≥ 1 symptom of hypoglycemia with unconsciousness, blood glucose level < 54 mg/dL. 
Abbreviations: BMI, body mass index; CSII, continuous subcutaneous insulin infusion; eGDR, estimated glucose 
disposal rate; HbA1c, plasma glycated hemoglobin A1c; T1D, type 1 diabetes. 
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During the last 3 months of FSL1 use, the mean ± SD average number of scans within 24-
hrs was 6.0 ± 4.1 (range: 1-15). The means ± SD of average threshold hypoglycemic or hy-
perglycemic alarms were, respectively, 71 ± 5 mg/dL or 239 ± 23 mg/dL when using DG4 
sensor. Based on a 3-month average, the 24-h rates of sensor use for FSL1 or DG4 at M3, 
M6 and M12 were not significantly different (Table 2).  
 
Table 2. Impact of CGM switching from Freestyle Libre1 to Dexcom G4 platinum over 12 months on 
glucose metrics. 

 
Data are expressed as mean ± standard deviation or median [Q1;Q3] from 21 T1D patients switching from FSL 
(M0) to DG4 followed-up at 3 months (M3), at 6 months (M6) and at 12 months (M12, end-point).  
1 Data represent average values calculated from the data collected on the ambulatory glucose profile report over 
3 months (for M0 during the last 3 months of FSL1 use, for M3 during the first 3 months of DG4 use, and during 
the last 3 months of DG4 use for M6 and M12).  
2 Data are expressed as percent of time over a 3 month-period. 
*values significantly different compared to M12 considering only the period of DG4 use (paired student t-test 
two-tailed when Gaussian, or Wilcoxon matched-pairs signed rank test two-tailed when not gaussian; P < 0.05 
significant; NS: not significant). 
Abbreviations: CGM, continuous glucose monitoring; %CV, glucose % coefficient of variation; DG4, Dexcom G4 
platinum; FSL1, FreeStyle Libre version 1; GMI, glucose management indicator; HbA1c, plasma glycated hemo-
globin A1c; IG, interstitial glucose; TAR, time-above-range; TBR, time-below-range; TIR, time-in-target range. 
 
Regarding individual data, 52%, 71%, 57% and 67% patients showed a sensor use superior 
to 70% for FSL1 (range 78-100), for DG4 at M3 (range 77.5-100), at M6 (range 75.7-97.9) and 
at M12 (range 97.5-100), respectively. The recommendation of capillary blood glucose 
monitoring every 12 hours for fingerstick calibration with DG4 was respected by all pa-
tients as verified at the time of trimestral visits all over the follow-up. 
 
3.2. Impact of switching from FSL1 to DG4 CGM sensors on glucose metrics and HbA1c 

The switch from FSL1 to DG4 at M3, M6 and M12 led to a higher TIR, and lower 
TBR<70 mg/dL, TBR<54 mg/dL, and %CV (Table 2). The TAR>180 mg/dL was reduced 
only at 6 months of DG4 use, while the TAR>250mg/dL decreased earlier at 3 months as 
the average IG concentration and the GMI. Unexpectedly at 12 months, all TAR, average 
IG concentration and GMI returned to baseline values, i.e., close to FSL1 metrics. The bio-
logical HbA1c did not change after 12 months for the entire population studied (7.99 ± 1.04; 
mean change: -0.09 ±1.20 pp). But, considering apart the T1D patients with a baseline high 
level and who underwent a decrease (9 patients out of 13), the value decreased from 8.9±0.8 
to 7.7 ± 0.9 (mean change: -1.14 ± 0.85 pp; P = 0.0036; range: -0.4 to -2.8 pp). 

Considering the period of DG4 use separately, while the decrease in %CV plateaued 
after 3 months up to 12 months, the TIR, all TAR, average IG concentration and GMI plat-
eaued up to 6 months and then evolved significantly at 12 months by diminishing for TIR, 
or by re-augmenting for all TAR, average IG concentration and GMI. Al contrary, TBR<70 

Preprints (www.preprints.org)  |  NOT PEER-REVIEWED  |  Posted: 20 July 2021                   doi:10.20944/preprints202107.0456.v1

https://doi.org/10.20944/preprints202107.0456.v1


 6 of 13 
 

mg/dL continued decreasing at 12 months and the decrease in TBR<54 mg/dL plateaued 
at 6 months (decreasing trend at 12-month compared to 6-month, P = 0.055).  

 
Regarding the individual patient data from FSL1 to DG4 at M3 or M6, 18 or 19 pa-

tients out of 21 exhibited an increase in TIR (Figure 2A) with 12 or 11 reaching a change 
equal or superior to the mean value (i.e., +8.3 to +20.7 or +10.0 to +18.6 pp), 16 or 13 patients 
decreased TBR<70 mg/dL (Figure 2B) with 11 reaching a change equal or superior to the 
median value (-2.8 to -20 or -2.3 to -19.3 pp), and 13 or 15 patients decreased TBR<54 mg/dL 
(Figure 2C) with 11 having a change equal or superior to the median value (-0.6 to -10.4 or 
-0.9 to -13.0 pp). There were 18 or 19 patients who improved their glucose variability (Fig-
ure 2D) with 10 or 8 showing a decrease in glucose %CV equal or superior to the mean 
change value (-6.5 to -24.0 or -6.3 to -24.1 pp).  

 

 
Figure 2. Box-and-whisker plot of changes in TIR (A), TBR<70 mg/dL (B), TBR<54 mg/dL (C) and 
glucose %CV (D).  
Data represented as plots are median, first quartile (Q1 or 25th percentile) and third quartile (Q3 or 75th percen-
tile), min and max, mean (as a cross) and all individual points for changes calculated from DG4 parameter at M3 
or M6 or M12 – FSL1 parameters expressed as percentage points. Values indicated are means ± SD or median 
[Q1;Q3]. Data are from 21 T1D followed-up patients. Abbreviations: %CV, glucose coefficient of variability; DG4, 
Dexcom platinum G4; FSL1, FreeStyle Libre version 1; TBR, time below range; TIR, time in range.  

 
 

TAR>180 mg/dL was diminished in 15 patients (Figure 3A), with 14 or 10 patients reaching 
a change equal or superior to the mean (-4.7 to -19.2 or -6.3 to -37.6 pp), and TAR>250 
mg/dL decreased in 17 or 18 patients (Figure 3B), with 11 patients exhibiting a change 
equal or superior to the median (-9.96 to -22.1 or -5.5 to -19.0 pp). The average IG concen-
tration (Figure 3C) decreased in 16 patients, with 11 or 7 showing a change egal or superior 
to the mean (-15 to -96 or -24 to -122 mg/dL), and the GMI decreased in 16 patients (Figure 
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3D) with 12 or 11 reaching a change egal or superior to the mean (-0.5 to -1.4 or -0.5 to -2.3 
pp). 

 
Figure 3. Box-and-whisker plot of changes in TAR>180 mg/dL (A), TAR>250 mg/dL (B), average IG 
concentration mg/dL (C) and GMI % (D).  
Data represented as plots are median, first quartile (Q1 or 25th percentile) and third quartile (Q3 or 75th percen-
tile), min and max, mean (as a cross) and all individual points for changes calculated from DG4 parameter at M3 
or M6 or M12 – FSL1 parameters expressed as percentage points except for average IG concentration which is in 
mg/dL. Values indicated are means ± SD or median [Q1;Q3]. Data are from 21 T1D followed-up patients. Abbre-
viations: DG4, Dexcom platinum G4; FSL1, FreeStyle Libre version 1; GMI, glucose management indicator; IG, 
interstitial glucose; TAR, time above range. 
 

For individual responses between FSL1 and DG4 at M12, 16 patients out of 21 in-
creased TIR (Figure 2A) and 9 exhibited an increase equal or superior to the mean change 
value (+6.3 to +27.7 pp). For TBR<70 mg/dL (Figure 2B), 17 patients showed a decrease 
with 11 of them reaching a value equal or superior to the median change value (-3.0 to -
18.5 pp), and for TBR<54 mg/dL (Figure 2C) a decrease was observed in 15 patients with 
11 showing a change equal or superior to the median value (-0.9 to -13.0 pp). For glucose 
variability (Figure 2D), 17 patients improved %CV with 10 having a decrease equal or su-
perior to the mean change value (-7.4 to -24.9 pp). For TAR>180 mg/dL and TAR>250 
mg/dL (Figure 3A-B), 12 patients underwent a decrease with 11 reaching a diminution 
equal or superior to the mean change (-1.7 to -25.1 pp) or to the median change (-1.8 to -
21.9 pp), respectively. Regarding average IG concentration (Figure 3C), 12 patients reached 
a decrease with 10 of them showing a change equal or superior to the mean (-3 to -81 
mg/dL), and for GMI (Figure 3D) 12 patients exhibited a decrease all comprised between 
a change of -0.1 to -1.8 pp.  

 
Simultaneously to a clinically relevant increase in TIR of at least +5 percentage points, 

after 6 or 12 months of DG4 use, 12 or 7 out of 21 patients improved TAR>180 mg/dL, 
TAR>250 mg/dL, GMI and average IG concentration concomitantly, while 10 or 9 
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improved simultaneously TBR<70 mg/dL, TBR<54 mg/dL, and %CV, and 6 of these pa-
tients improved all glucose metrics (data not shown). 

 
To note, no severe hypoglycemia (event requiring the assistance from another person 

for administrating carbohydrates and/or glucagon, and/or brief hospitalization) was re-
ported, nor ketoacidosis episode over the 12-month follow-up period.  

 
3.3. Association between CGM metrics  

The associations between changes in CGM metrics (strong inverse association be-
tween TIR and TAR>180 mg/dL and strong positive association between %CV and TBR<70 
mg/dL) after switching from FSL1 to DG4 at M6 were close to the ones previously pub-
lished [13]. Additionally, herein, the change in TIR was inversely associated with the 
change in TAR>250 mg/dL (r = -0.60, P = 0.004), and the change in %CV was positively 
associated with the change in TBR<54 mg/dL (r = 0.63, P = 0.002). 

 
The change in TIR after switching from FSL1 to DG4 at M12 was strongly inversely 

associated with the change in TAR>180 mg/dL (Figure 4A), and moderately with the 
change in TAR>250 mg/dL (Figure 4B). The change in TIR was moderately inversely asso-
ciated with the change in GMI (r = -0.45, P = 0.04), and was not associated with the change 
in TBR<70 mg/dL or TBR<54 mg/dL. The change in %CV was only strongly positively as-
sociated with the change in TBR<70 mg/dL (Figure 4C) and with the change in TBR<54 
mg/dL (Figure 4D).  

 

 
Figure 4. Linear association between changes obtained after switching from FSL1 to DG4 at M12 for 
TIR with TAR>180 mg/dL (A) or with TAR>250 mg/dL (B), and for glucose %CV with TBR<70 mg/dL 
(C) or with TBR<54 mg/dL (D).  
Changes were calculated from DG4 12-month parameters – FSL1 last 3-month parameters (values at M12 – values 
at M0) in 21 T1D patients and are expressed as percentage points. Correlation analysis was performed using 
Spearman’s rank correlation coefficient denoted by “r” for rho on the figure (P<0.05). Equation of the line for A 
or B: change in TAR>180 mg/dL= -1.02 x [change in TIR] + 5.43; change in TAR>250 mg/dL = -0.52 x [change in 
TIR] + 2.20. Equations of the lines for C or D: change in TBR<70 mg/dL = 0.65 x [change in %CV] -1.16; change in 
TBR<54 mg/dL = 0.43 x [change in %CV] -0.24. Abbreviations: %CV, glucose coefficient of variability; DG4, Dex-
com platinum G4; FSL1, FreeStyle Libre version 1; T1D, type 1 diabetes; TBR, time below range; TIR, time in 
range; TAR, time above range. 

 
No association was found between the number of scan/d with FSL1 at M0 and the 

evolution of metrics with DG4 over 12 months of follow-up. 
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3.4. Association between patient characteristics at baseline and changes in metrics 
Among the different characteristics of the patients at baseline, only the eGDR score 

showed an inverse association with the change in TAR>180 mg/dL (r = - 0.63; P = 0.0022), 
the change in TAR>250 mg/dL (r = - 0.49; P = 0.022), the change in average IG concentration 
(r = - 0.64; P = 0.0017) and the change in GMI (r = - 0.67; P = 0.0008) obtained at M12.  

4. Discussion 
Our real-life retrospective study reports an overall glucose profile improvement at 

one year of switching from FSL1 to DG4 in adults T1D patients with suboptimal glycemic 
control (elevated HbA1c and/or hypoglycemia issue). The main relevant clinical outcome 
was a significant average improvement of four targets of the glucose management [17] 
namely an increase in TIR (+4.9 pp), a decrease in %CV (-6.3 pp), as well as a decrease in 
TBR<70 mg/dL (-3.0 pp) and in TBR<54 mg/dL (-0.9 pp). It is important to emphasize that 
these two latter improvements agreed with the absence of severe hypoglycemia for the 
one-year period, and that the cited benefits occurred whatever the baseline glycemic prob-
lem and the insulin delivery modalities. However, on the average, while some improve-
ments were accentuated (significant decrease for TBR<70 mg/dL or decreasing trend for 
TBR<54 mg/dL) or were persistent (%CV) on the long term by comparison to the mid-term 
follow-up, conversely, we observe a significant “re-ascent” of metrics associated with am-
bient hyperglycemia, namely a decrease in TIR (-4.61 pp), an increase in TAR>180 mg/dL 
(+7.0 pp) and in TAR>250 mg/dL (+5.20 pp), in GMI (+0.52 pp), and in average interstitial 
glucose concentration (+15 mg/dL).   

As discussed already in our previous mid-term switch-study [14], the explanations 
for glucose benefits reported over one year (TIR, TBR, %CV) is probably the consequence 
of switching to DG4 in combination with appropriate education follow-up (TPE program, 
the need for daily calibrations reinforcing the investment in the daily management of di-
abetes, threshold hypo/hyperglycemic alarms increasing the ability of patients to respond 
properly to glycemic excursions) [8]. More specifically, the prolonged or accentuated ben-
efit, respectively, in %CV or TBR is corroborated by the existence of a positive strong as-
sociation between these metrics as shown in our previous mid-term study [14], and con-
firmed herein, recalling that the intraday variability of glucose is largely influenced by 
exposure to hypoglycemia at different thresholds, and for any average interstitial glucose 
value [18]. To note that our TBR values were in the range of those obtained in T1D patients 
using Dexcom G4, G5 or G6 for at least 3 months, with a close hypoglycemia alarm thresh-
old (<73 mg/dL) giving TBR<70mg/dL and TBR<54mg/dL around 4.7% and 1.5%, respec-
tively [19]. Lower TBRs values could be possibly obtained using an alarm threshold ≥73 
mg/dL, a value of 75mg/dL being reported as optimal [19]. 

The reasons of the rise of all hyperglycemia metrics at 1 year follow-up warrant to be 
determined for solving this problem. Such observation should alert on the need for rein-
forced educational monitoring to ensure patient satisfaction with the device on a long-
term, and to assess the proper management of alarms and to limit alarms exhaustion. In-
deed, the threshold choices for audible alarms is clearly a central topic in the expected 
glycemic benefit with rtCGM system, the best threshold reported being 170 mg/dL for 
improving TAR [19].  Our hyperglycemia threshold alarm (239± 23 mg/dL) was probably 
too high for obtaining a relevant persistent change in hyperglycemia metrics on the long-
term and should have be revised downwards over time in our patients. Since we confirm 
a negative association between TIR and TAR, and TIR and GMI, and none between TIR 
and TBR [14], it was not surprising that a re-ascension in hyperglycemia metrics was ac-
companied by a diminution in TIR, even if the final value remained significantly higher 
than with FSL1.  

Concerning the evolution of HbA1c, we did not find any association with the evolu-
tion of TIR 70-180 mg/dL unlike randomized trials [20]. However, the strength of the as-
sociation between TIR 70-180 mg/dL and HbA1c depends on the baseline HbA1c value, 
the duration of CGM data captured, the IG concentration average (stronger association if 
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IG average is between 120 and 200 mg/dL) and factors affecting the accuracy of HbA1c 
assay [21,22]. 

Even though averages are needed in scientific publications, considering the benefits 
for each patient individually is more pertinent to a physician point of view. Thus, on the 
long term this therapeutical option led to the improvement of all hypoglycemic metrics 
plus %CV for 43% of the studied patients, and of all hyperglycemic metrics for 33% of 
them, concomitantly with a clinically relevant increase in TIR in both cases, with 29% pa-
tients improving all glucose metrics. The reasons why not all the studied patients under-
went benefits deserve further interest. Another plausible explanation for such heteroge-
neity in improvement of glucose metrics might be the patients baseline characteristics and 
especially the insulin resistance level estimated by eGDR, as previously suggested [14] 

since this score was shown negatively associated with the change in hyperglycemia met-
rics. The clear impact of insulin sensitivity and glucose management in T1D needs to be 
explored with a higher number of patients. 

For discussing the achievement of the glucose target values according to the consen-
sus recommendations from Advanced Technologies and Treatments for Diabetes (ATTD) 

[17], none average reached herein such thresholds whatever the CGM device used as in 
the other switch study [11], except for TBR<70 mg/dL and TBR<54 mg/dL after the use of 
DG4 for 12 months. If this achievement is discussed on an individual basis (Table 3), in-
terestingly at 12 months of DG4 use after switching from FSL1, 2 to 3.5 folds more patients 
achieved %CV, hypoglycemia targets, TIR and the extreme hyperglycemic target, suggest-
ing further some interest of such therapeutical option. 
 

Table 3. Number of patients achieving the targets recommended by the ATTD consen-
sus for glucose metrics using FSL1 then switching to DG4. 
Metrics Target values1 FSL1 M02 DG4 M62 DG4 M122 
% CV, n ≤36% 2 7 6 

TBR<54 mg/dL, n <1% 6 7 13 

TBR<70 mg/dL, n <4% 4 7 14 
TIR 70-180 mg/dL, n >70% 1 5 3 

TAR>180 mg/dL, n <25% 3 6 3 
TAR>250 mg/dL, n <5% 2 7 4 

GMI, n <7% 6 8 4 
1Target values recommended by the ATTD 2019 [17]. 
2 Data represent the n number out of 21 studied T1D patients reaching the targeted value for a 
given metric using FSL1 (M0) or after the switch to DG4 used over 6 (M6) or 12 (M12) months.  
Abbreviations: ATTD, Advanced Technologies & treatments for Diabetes); CGM, continuous glu-
cose monitoring; %CV, glucose % coefficient of variation; DG4, Dexcom G4 platinum; FSL1, Free-
Style Libre version 1; GMI, glucose management indicator; T1D, type 1 diabetes; TAR, time-above-
range; TBR, time-below-range; TIR, time-in-target range. 

 
Limitations and strengths of our study must be addressed. One limitation was the 

small number of subjects due to the medical context to be studied meaning that our find-
ings cannot be generalized but rather corresponded to personalized medicine. In addition, 
the heterogenous profile of our patients avoided subgroups analysis to better understand 
the factors explaining amplitude’s difference of the benefits. Improvements on glycemic 
management by switching from a system to another one depend also on the accuracy of 
IG values, attested by the MARD (mean absolute relative difference), which changes ac-
cording to the device considered, rapid glycemic fluctuations, the skin sensor location, the 
lifespan of the sensor, or even the repeated use of some drugs [23-27], that was not further 
studied. No standardized questionnaires were retrieved in the medical folders for evalu-
ating satisfaction and quality of life or the evolution of the feeling and fear of hypoglyce-
mia. The strengths were performing a real-life protocol allowing a one-year follow-up of 
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patients being their own control instead of studying two-arms of different patients using 
each a different sensor [10,12,13]. In addition, the small number of patients allowed an 
individual analysis by sessions of 3 months over 12 months providing a personalized vi-
sion of each patient evolution about CGM metrics. Moreover, real-life approach favoured 
the recruitment of patients with varied glycemic profiles and allowed to observe that the 
benefit of such CGMs’ switch, in our study context, could be suitable for any adult T1D 
patient responding to one or the other of the two main criteria of glycemic control, that 
are a sub-optimal HbA1c or hypoglycemia issue. Finally, the use of FSL1 and DG4 is still 
current in our clinical practices in France, as well as in other countries out of USA, under-
lining the usefulness of this type of study. 

 

5. Conclusions 
Our real-life over one-year study of a switch from isCGM (FreeStyle Libre version 1) 

to rtCGM (Dexcom G4), without changing the insulin therapy management, reports an 
overall glycemic benefit, despite a rise in hyperglycemia metrics comparatively to mid-
time follow-up, highlighting the interest of such therapeutical option in specific patients 
having a poor diabetes control. Future studies should focus on the reasons why some pa-
tients are “responders” and some “non-responders” to devices switch and explain the rel-
ative loss of long-term efficacy on the hyperglycemia metrics, especially in relationship 
with insulin resistance and via the management of alarms thresholds (alarms weariness, 
regular reassessment of thresholds, corrective behaviours if alarms are triggered). 
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